
ASBESTOS AIR ANALYSIS
By: PHASE CONTRAST MICROSCOPY

CEI Lab Code: P14-1033
Date Received: 05-14-14
Date Analyzed: 05-14-14
Date Reported: 05-14-14

Client ID
Volume
(Liters)Lab ID Fields

ASBESTOS FIBER COUNT, NIOSH 7400 METHOD

Fibers

Client: SAQ Environmental Engineers, Inc.
PO Box 155
Manati, PR 00674

Project:  Head Start Encarnacion, Penuelas, PR

Fibers / cc

P91591HS-A-0512-01 0 100Blank
Field Blank

P91592HS-A-0512-02 0 100Blank
Blank

P91593HS-A-0512-03 8 100 0.00094365

P91594HS-A-0512-04 8.5 100 0.000994200

P91595HS-A-0512-05 6 100 0.000674410
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REGULATORY LIMITS: OSHA: Excursion Level (EL) is 1.0 fibers per cc based on a 30 minute sample.
OSHA: Permissible Exposure Level (PEL) is 0.10 fibers per cc based on 8 hour TWA.
EPA: Final Clearance Standard is 0.01 fibers per cc.

Please note that the results have not been corrected for contamination based on the field blank or lab
blank. The results relate only to the items tested. The overall relative standard deviation (Sr) for the lab
= 0.20.  The detection limit is 7 fibers/mm2. Samples were received in acceptable condition.

This report may not be reproduced, except in full, without written approval by CEI LABS. CEI LABS
makes no warranty representation regarding the accuracy of client submitted information in preparing
and presenting analytical results.

ANALYST: APPROVED BY:
Tianbao Bai, Ph.D.
Laboratory Director

Antonia Hoyland

CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412

AIHA IHLAP #103025

METHOD: NIOSH 7400, A RULES
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